‘ Site Mame: ?W H!@‘VW\!GL%
_ Site Abbreviation: P_l %1 Sampler Serial No. LO@\ A8 N
Name: ¥t HM‘V\J q Mfe H&(ﬂﬁ _ Date: Q{Q,IZ,! Vime: i [ - %% ST

nsor Cheoks "uiinw Temr)evawre/rrps Sure SLaﬁu’urd to acelimate for 10 minutes before reading

Temp/Pressure Standard Make/Model: D@ ta Cak Dt
Temp/Pressure Standard Serial No.: 19l Temp,/Pressure Standard Certification Date:_27 &/ 2 |
T 2emb transfer standard [DC} 2/0 b g Tams purprus (OC:} Z L f}? {Tamb transfer standard — | amb PlJFPLUS}: ﬁ:&i °C

Is the PUFPLUS Temperature sensor within +2°C of the Transfer Standard? NO {circie one]

P anb mansfer standard (M HE) :& Pamy puepLys (mmig) M {Pzmb transfer standard — P PUFBLUS)= _Q;imm Hg
is the PUFFLUS Pressure sensor within +10mmHg of the Transfer Standard? _ NG fcircle ene}

= 1f both of the above are YES, sensor checkis compléte Praceed with flow checic

= If either of the both is NO, use the TE-PUFPLUS Operator's Manuai to troubleshoot and retry the sensor check If the issue persists, add
a calibration peint to the faulty sensor as described in the SOP in Section 10.2.3. Note that a calibration was done here:

Calibratien Orifice /Manometer Information

Orifice Make /Model: avasel \{ / T18UA Orifice Serial No.._ o ¥ I&

Orifice Slope "Morifice” (O 4 @ O Lt Orifice Intercept “horifice”:_~ O« LeT0b
Orifice Certification Déte: ?//4 i Z)

*if using a “U" tube manometer, write “U-tube” in Make/Model and leave the other spaces blank

Manometer Make/Model: ﬁW\{iV A41S Maie TE  Manometer Serial No.: 0034+

Manometer Certiﬁca_tion Date: 7/{ i { Ll

‘One-Point Flow Check Procedure
*flow check is to be performed ofter the 5% scheduled sample run of each month
1. Setup the sampler as if performing a flow calibration with certified orifice and manometer. No sample media
should be inside the module. Attach the orifice tubing to the manometer instead of the AutoCal sensor.
2. Turn on the hi-vol's motor at 0.225 m3/min for 10-15 minutes:
a. Inthe PUFPLUS Interface select "E3” for "Setup”, navigate to “Diagnostics” and select “Ent”, navigate to "MTR Control” and

select “Ent’, navigate to "Qsys” and select “Ent”, navigate to "MTR Setpoint” and select "Ent”, enter 225 [units are liters/min]
as the setpoint and select "Ent".

3. Record the Manometer Pressure.
PManometer (H]HZO] g" Sn —

4. Calculate the Manometer flow rate using the following equation:

a ) - * (\[Pn'v{mmme:er = (M‘) - borifice) = ;?7 [{:)

mins tarifice TatinmH g+ amy

QMmmmeter (

*Tomn Should be in degz ces Kelvin: Tuns (°C) + 273 = Tam (K}
5. Calculate the percent difference between 0.225 m3/min and Qussometer:
Percent D.‘ﬁr‘-@r(‘?nfe = 700"#{1 - {Qﬂ-fnm;mé‘. 4 Q.mm %

iz the Pevcent Difference s510867 RN {circie ope}
a. 1FYES, flow check is complete. p—

b. IfNO,use the TE-PUFPLUS Qperator's Manual to troubleshoot and retry the flow check If the issue persists, the sampler will
need to be recalibrated. Contact the Project Leads.
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